Although there is plenty of information about obtaining fusion by using autograft, allograft, and synthetic and osteoinductive factors (8) (9) (10) 13, 15, 18, 31, 37) , there is only one elucidative experimental study about the use of xenografts (24) . Furthermore, there is currently no study on obtaining fusion through a stabilization system with plate and screws prepared from a xenograft (XG) for anterior lumbar vertebrae. There are some reasons for using a xenograft; it is cheap and easy to derive tricortical grafts with the desired size, so a xenograft is assumed to be an alternative for other grafts.
Our aim in this study on an instability model created with lumbar corpectomy was to examine the fusion that develops with intervertebral xenografts in terms of its radiological, biomechanical and histopathological aspects, in addition to the xenograft plate screw's (XPS) contribution to the stabilization and its comparison to metal plate screws (MPS).
█ mATERIAl and mEThODS
Uludağ University's Medical Faculty Ethics Committee approved the study. Thirty-two adult, mixed breed dogs, with similar and weights varying between 20-25 kg were used. The subjects were kept under observation for 2 weeks and went through medical examinations. Study subjects were divided into 4 groups:
Control group 1 (CG-1), the L 5-6-7 segments of the subjects were taken out without applying any previous procedures. Control group 2 (CG 2), instability was induced in the L [5] [6] [7] segment with L 6 corpectomy.
Experimental group 1 (EG 1), L [5] [6] and L 6-7 discectomy and L 6 corpectomy were performed with a trans-abdominal approach (Figures 1, 2) . After placing XG into the corpectomy area, stabilization was obtained with XPS.
Experimental group 2 (EG 2), L [5] [6] and L 6-7 discectomy and L 6 corpectomy were performed with a trans-abdominal approach. After placing XG into the corpectomy area, stabilization was obtained with MPS.
Fusion development and screw-plate were monitored on the 1 st day, the 2 nd week, the 1 st month, the 2 nd month and the 3 rd month after the surgery with bilateral lumbar radiographies.
At the end of the 3 rd month, the subjects were sacrificed with high dosage Pentothal, their lumbar vertebrae were removed ( Figure 3A ,B) and the ligamentous, articular and intervertebral disc structures of the L 5-7 segments' were maintained as they were dissected from the muscles. They were placed in 10% formalin.
Biomechanical tests were performed on all the vertebrae taken from all the subjects in all groups.
After biomechanical tests, the lumbar vertebra blocks were decalcified. Axial and sagittal sections were taken for A B pathological examination. Their histopathological examinations were performed under a light microscope as they were stained with Hematoxylin and Eosin (H&E).
Preparation of Plate and Screw
The XGs used in the surgical operation were made of cattle tibia. The screws were prepared as 2.5 cm length and 4 mm diameter, and plates as 6, 7.5, 9, 10.5 cm length and 1 cm width, 2 mm thickness (Yunnan Machine Tool Works, China) ( Figure 4A ). Metal screws and plates were prepared with similar sizes ( Figure 4B ). The XG used for fusion was shaped during the operation according to the corpectomy area. Before the surgical operation, XG and metal implants were sterilized in an autoclave in 230 o C for 30 minutes.
Surgery
The surgical procedures for the CG 2 and EG 1, 2 subjects were performed in the operating room of the Uludağ University's Veterinary School. All the subjects that were operated went through the same anesthesia and surgical procedures. The animals were left without food for 12 hours before the operation. They were sedated with 2% xylazine-HCL and 2.5 mg/kg (Rompun, Bayer) was intramuscularly injected. Extremities were determined in supine position, and heart rate and respiration were monitored. For anesthetic drugs and maintenance fluid application, a catheter (18 GA intravenous (IV) catheter angiocath, Becton Dickinson Vascular Access Sandy, Utah, USA) was placed into cephalic antebrachial vein. The anesthetic induction was with a 15 mg/kg dose of Pentothal (Thiopental Sodium, 0.5 g İE Ulugay Pharmaceutical Industry, Turkey) through the intravenous route. Following respiratory depression, the dog was intubated with the proper endotracheal intubation tube, attached to the anesthesia device (Sweden) and anesthesia was realized with 50% oxygen and 2.5% halothane. Hair in the area of the operation was shaved and antibiotic prophylaxis was administered with ceftriaxone 50 mgr/kg intravenously before the operation.
After field cleaning and covering in accordance with the surgical sterility principles, an abdominal midline incision was performed. The intraperitoneal organs were mobilized superiorly and the retroperitoneal region was reached. The inferior vena cava, iliac artery and aorta were excluded and the lumbar vertebra corpus front face was reached. After the L 5-6 , L 6-7 anterior discectomy, L6 corpectomy was done with the help of a mini drill (Microton GC 412; Aesculap Co., Tuttlingen, Germany) until the posterior longitudinal ligament was seen ( Figure 5A ). The XG was shaped according to the size of corpectomy area and placed into the intervertebral region. The stabilization between L 5 and L 7 was obtained with XGPS in experimental group 1 ( Figure 5B ) and with MPS in experimental group 2 ( Figure 5C ). The abdominal organs were replaced into their normal position and all the layers were closed according to their anatomy.
Biomechanical Tests
The biomechanical tests were conducted by Uludağ University Faculty of Engineering, Mechanical Engineering Department's Resistance Unit using the Instron 4301 (Instron, England) universal tensile testing system and comparator device with 1/100 mm sensitivity. The lower and upper parts of the lumbar spinal column were fixed to a pallet in a standard way. The lower pallet was fixed for all the tests and the upper pallet was applied force.
Flexion, extension, right on left lateral flexion (four-way movement), axial loading and torsion tests were performed on lumbar spinal columns at 18 o C room temperature. The torsion test, which is the most destructive test, was performed following other biomechanical tests.
In four-way movement measurements, tests were performed as force was applied to the moment arm, from a 15 cm distance, fixated onto the upper pallet in the center of gravity ( Figure 6 ). The measurements were conducted by applying direct force to the center of gravity for axial loading in the vertical position. The measurements were done for torsion tests by turning the mechanism to the horizontal position ( Figure 7 ). 15 mm/min fix loading speed was applied for the tests for four-way movements while 5 mm/min fix loading speed was applied for axial loading and torsion tests. The force was applied in a way that the total displacement of the moment arm was 3.5 millimeter (mm) for axial loading and 10 mm for torsion. For four-way loading, all subjects were imposed 200 mm bending force ( Figures 9A-D, 10A-D) . The measurements for resistance against the applied force were performed once every 2 mm for four-way movement and torsion movements, and once every 0.5 mm for axial loading. The resistance 
Radiologic Findings
The direct x-ray findings of the subjects are given in Table I . It was observed in the 2 nd week follow-up radiography that one of the bone screws of a subject in the EG 1 group had been broken ( Figure 8 ). It was observed that the XG plate and the XG within the space of corpectomy were in place and fusion developed without issue in the follow-up. It was also observed in the 1 st day post-operative control lumbar radiography that the upper metal screws had been displaced and the plate was not in place in one of the subjects in the EG 2. The subject was operated again and metal screw-plate was revised. No additional issue was observed during the follow-up.
For all of the EG 1 subjects, directs radiographs were taken after the operation ( Figure 9A ). against force in the lumbar vertebra blocks was measured and recorded in Newton measurement units.
Statistics
The Kruskal-Wallis Non-parametric ANOVA test was used for comparing the biomechanical test results of the groups. When discrepancy was observed, a comparison was made between the groups with the Mann-Whitney U test, and a p value <0.05 was regarded as statistically meaningful.
█ RESUlTS
A total of 10 experiments with EG 1 and EG 2 were performed on 22 operated dogs. Twelve dogs were lost due to malnutrition 
A B C
In the EG 1 subjects, it was observed during the 1 st month follow-up that there were irregularities on the XG plate contours and resorption had begun on the parts of the XG screws within vertebra corpus. A decrease was observed in the XG matrix in the corpectomy area ( Figure 9B ).
In the second month control radiographies, it was observed that the XG plate had got even thinner, the sharpness of the edges had diminished, and the parts of the XG screws within the corpus were totally resorbed. The density of the intervertebral XG in the corpectomy area had decreased even more, the irregularities of its contours had become more visible and partial fusion with adjacent corpuses had developed ( Figure 9C ).
In the third month control radiographs, it was observed that the thickness of the XG plate had decreased and it had gained a heterogeneous appearance due to resorption, the borders of the corpectomy graft had fully disappeared and full fusion had developed with the vertebrae that it was is in touch with (Table I, Figure 9D ).
In the follow-up radiographs of the EG 2 subjects, it was observed that resorption and fusion development phases observed in the XG in the corpectomy area were similar to those in EG 1 ( Figure 10A -D).
In the 3D tomography of lumbar vertebra, it was observed that a full fusion had developed in the group where stabilization was obtained with bone, plate and screw, and the graft had provided fusion in such a way to form a block between the upper and lower vertebras. When the bone plate was examined, it was observed that it was partially resorbed and its edge sharpness had disappeared ( Figure 11A ,B). Fusion formation and plate-screw location in the group where stabilization was obtained through metal plate-screws could not be evaluated in an optimal manner due to artifacts.
Results of the Biomechanical Studies
The biomechanical test results are shown in Tables II, III The lumbar vertebra biomechanical test results of the CG 1 subjects were considered as physiological stabilization values and compared with the biomechanical test results of the vertebra blocks of the subjects of the other 3 groups. The lumbar vertebra biomechanical tests results of the CG 2 group were considered as unstable vertebra values.
The resistance results obtained with the forces applied in the biomechanical tests were compared between the groups. A meaningful resistance was observed in the EG 1 and 2 subjects in biomechanical tests in terms of stability obtained in all movements as compared to CG 1 and CG 2. No statistical difference was observed in the comparison of the biomechanical results of EG 1 and 2 (Table III) . Dense gray-white fibrotic tissue was observed around both the metal and XG screw and plates in the microscopic examinations of the vertebrae of the EG 1 and EG 2 subjects. The granulation tissue contained the intervertebral graft and the vertebrae had become a firm block ( Figure 3A , B).
degree for the CG 2, 1.24, 1.2, 1.38, 1.79 Newton-meter/ degree for the EG 1, and 1.24, 1.27, 1.39, 1.28 Newton-meter/ degree for the EG 2 group (Figure 12 , Tables II-1 and II-2) . While a meaningful decrease in resistance (p<0.05) in favor of instability was observed in the CG2 as compared to the CG 1, no difference was observed between EG 1 and 2 (p>0.05).
When both CG and EGs were compared, it was observed that the EG showed a meaningful resistance (p<0.01).
When a maximum compression of 3 mm was reached in the axial loading test, application of 380.8, 132.8, 881.2, 722.4 Newton force was needed for the CG 1, CG 2, EG 1 and EG2 group respectively ( Figure 13 ).
When a maximum bending of 10 mm was reached in the torsion test, the forces needed to be applied per mm for the CG 1, CG 2, EG 1 and EG 2 group were 1.98, 0.3, 2.26, 2.54 Newton-meter/degree respectively (Tables II-1 and II-2). Quality of fusion is the most important factor that affects the clinical result. The most important factor that affects fusion development is the type of graft material and the surgical technique. Synthetic grafts that contain autograft, xenograft, bone morphogenetic protein (BMP) and demineralized bone matrix (DBM) are used for fusion formation (10, 18, 33, 35) . The ideal bone graft should be biomechanically stabile, osteoinductive, osteoconductive, should not carry any disease, and should have minimal antigenic features.
Today many surgeons think that iliac crest and bone autografts are the gold standard for lumbar spinal fusion. Following iliac crest and bone grafts, many studies have shown successful fusion in the lumbar spine (10, 18, 28, 33) . However, morbidity rates related to iliac crest and bone grafting are high. Some studies have shown up to 50% permanent pain at the donor On histopathological examination, it was observed that the parts of the screws within the corpus were resorbed in the EG 1 subjects.The XG plate and screws were surrounded by dense granulation tissue, and widespread vascular fields existed in the granulation tissue and the fibrotic area. The intervertebral XG in this group was examined in terms of resorption and it was found that the borders had become irregular, with granulation, vascularization, cartilaginous fields, ossification islets and fusion development ( Figure 14A, B) . No infection was observed in any preparation.
The metal screws and plates of the EG 2 subjects were examined after they were unfastened. Granulation, vascularization and dense fibro-cartilaginous fields and ossification fields were observed in the intervertebral XG area. Inflammation findings connected with reaction to possible foreign bodies were observed in 2 subjects in this group. In lumbar vertebrae, cortical allografts are usually used for structural support in combination with autogenous bone grafts and pseudoarthrosis is rarely seen (4).It was observed in many studies that allografts are used solely or in combination with autografts for posterior spinal fusion. However, when compared to autografts, allografts showed lower fusion rate and higher resorption (8, 9) .
Kiel bone and Surgibone are similar products that are made of calf or cow bones, processed to become non-immunogenic and sterile (21, 22) . Many products are produced for loadbearing and non-load-bearing usage (16) . It has been reported that better fusion and clinical results are achieved by removing organic characteristics of graft material as it also removes other disadvantages in addition to obtaining a better osteoconductive affect (7, (21) (22) (23) 26, 29, 30, 35) .
Some authors claim that bovine xenografts have been improved by fibrous fusion as opposed to solid bone fusion obtained with autogenous bone grafts (14, 27) . Both studies indicated high resorption rate, distinct inflammatory reaction around graft and very little finding for osteointegration or fusion (14, 19) . However, usage of bovine xenografts was encouraged in four studies (7, 21, 22, 26) . In the Cloward operation conducted by Löfgren et al. for cervical disc disease, they obtained similar rigid fusion with autografts, allografts and xenografts (16) . One of the advantages of xenografts is that hematoma and pain that is observed in the donor region in the 15% to 50% of the patients who were treated with an autograft is not observed, and moreover usage of xenografts decreases operation time (3). However, immunological response, transmission of diseases, poor osteointegration or fusion development and repeated surgical procedures are regarded as disadvantages of xenografts (14, 18, 19, 35) .
In our previous radiological and histopathological studies, we showed that biomechanically meaningful fusion could be obtained with xenografts. In radiological follow-ups of the experimental group, it was observed that resorption developed from the 1 st month on the intervertebral XG and XGVPs and fusion development had radiologically occurred at the end of the 3 rd month. Vascularization increase, fibrosis, ossification and development of cartilaginous islets were observed in the fusion area in the subjects of the experimental group (24) .
In moving vertebrae, the axial compressive loading force is transmitted from one vertebra to another through the intervertebral disc. In case of corpectomy or discectomy surgery, the transmission of the load is provided by the graft placed into the distance (9) . The graft should therefore have the characteristic of carrying load (36) . In order to prevent collapse of the graft material and enable it to carry load, it is suggested to have at least 30-40% contact between the vertebra surface and the graft (6, 19) . The cages that are used with autogenous grafts and allografts can meet this biomechanical requirement, but other synthetic grafts do not have the capacity to carry load (18, 33, 35) . There are therefore many studies suggesting usage of a xenograft with the purpose of obtaining fusion as it has osteoconductive features (7, (21) (22) (23) 26, 29, 30, 35) .
site, in addition to hematoma, paresthesia and infection (3) . This has increased the tendency to develop and use substitutes of bone grafts in spinal surgery.
Historically, the most commonly used grafts are autografts are allografts. The biggest concern of clinicians regarding allografts is that they can carry infectious diseases in spite of detailed scan tests and serologic tests conducted on donors (1,2). Processing and preservation methods for allografts affect their immunogenicity, and osteoinductive and osteoconductive capacities (13, 15, 20, 31) . Preservation of allografts is done through freezing and drying by freezing. These two methods provide longer storage, but diminish immunogenicity of the graft. This might decrease the mechanical resistance of the graft and increase the risk of viral disease (2,13).
Animal models have been used to compare allograft and autografts in anterior and posterior spinal fusions (17) . A slower fusion rate, more resorption and increased infection rate were observed with allografts There has therefore been limited clinical interest in using solely allografts as a substitute for autografts (17) . unbalanced way, the possibility of achieving a solid arthrodesis decreases. This effect is called "stress shielding". Xenograft plates that are made properly might eliminate this effect. In our study, stress-shielding effect was not observed in the groups with metal implants and xenograft plates. For this reason, the dog vertebra might be in horizontal position. However, fusion generation in all subjects can also be evaluated such that sufficient load is imposed onto the grafts as good fusion generation required placing load on the grafts (14, 27) .
Although a good stabilization can currently be obtained with many kinds of implants, these metallic implants cause artifacts during radiological evaluations and impede optimal evaluation of the neural canal. This is the biggest disadvantage of these Easy installation of the graft into the bed decreases the incidence of the graft breaking or being dislocated. Moreover, avoiding space between graft vertebra walls helps vascularization and bone growth from the sides, and therefore increases the fusion rate (14) . It is possible to achieve this coherence between the graft and the bearing it will be placed with xenograft.
Rigidity of the spinal implant and its capacity for stabilization are the most important factors for powerful and successful fusion development (5, 11, 12, 14, 32) .The spinal implant must put up resistance to prevent collapse of the graft due to axial loading, especially during the resorption phase (35 implant materials in spite of their good stabilization capacity. In our study, fusion follow-up could be performed with radiological evaluations of the subjects in whom xenograft plates were used, without an artifact issue.
In recent years, pegs made of cortical allograft bone or allograft interbody cages made of midshaft and/or diaphysial bone have become very popular in anterior lumbar spinal arthrodesis. In our study, we determined that screws and plates that we made with xenograft provided sufficient stabilization in horizontal vertebra and provided powerful fusion by participating in the fusion itself. However, lack of axial loading onto the xenograft screw-plate system prevented us from making a proper evaluation regarding resistance of the implant. The result of the lack of axial loading in the horizontal vertebrae is fusion in a short period of time, so support of the implant was not needed during fusion. Biomechanically, it is not possible to eliminate this problem, but as anti-inflammatory drugs may extend the fusion development time, it can provide a prevention against the advantage provided by unstable horizontal vertebra. Thus the consequences of longer time loading on metal and xenograft plates used for stabilization can be examined. This is the main handicap of our study.
In our study, we determined in the biomechanical tests performed after fusion was obtained by using intervertebral XG with both XG plate-screws and MPS that there was meaningful and sufficient resistance in all movements including bending backwards. We interpreted this result as a bone plate-screw system and metal plate-screw system providing similar biomechanical stability after fusion.
█ CONClUSION
Intervertebral fusion could be formed by providing stabilization via xenograft and xenograft made screw-plate or metal screw-plate systems in an in-vivo environment in this study. Biomechanical and histopathological characteristics of different plates did not show a significant difference. This material can be a good alternative to other systems for stabilization because of easy and inexpensive acquirement of the xenograft, non-formation of radiological artifact that is caused by materials with metallic properties, being easy to shape, and also being part of the fusion while being resorbed, in addition to the low-cost.
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